AMENDMENT NO. 1 JULY 2021 
TO 
IS 16288 : 2014 MEDICAL TEXTILES — METHOD 


FOR EVALUATION OF THE BACTERIAL FILTRATION 
EFFICIENCY OF SURGICAL FACE MASKS 


(Page 1, clause 5.1) — Substitute the following for the existing clause: 


‘5.1 Staphylococcus Aureus, ATCC # 6538’ 


(TXD 36) 
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